


Institutional Archive of the Naval Postgraduate School 


Calhoun: The NPS Institutional Archive 
DSpace Repository 


Theses and Dissertations 1. Thesis and Dissertation Collection, all items 


1973-06 


Instrumentation of Cessna 310H aircraft for 
academic investigation of flying qualities and 
performance characteristics 


Davis, George Harrison, Jr.; Valovich, Paul Joseph, Jr. 


Monterey, California. Naval Postgraduate School 
http://ndl.handle.net/10945/16651 


This publication is a work of the U.S. Government as defined in Title 17, United 
States Code, Section 101. Copyright protection is not available for this work in the 
United States. 


Downloaded from NPS Archive: Calhoun 


| Calhoun is the Naval Postgraduate School's public access digital repository for 
th D U DLEY research mate = and institutional publications c reated by she NPS community. 
«iit | : 3 Calhoun is named for Professor of Mathematics Guy K. Calhoun, NPS's first 
IN | KN Ox appointed — and published -- scholarly author. 
: ] LIBRARY Dudley Knox Library / Naval Postgraduate School 
411 Dyer Road / 1 University Circle 
Monterey, California USA 93943 





http://www.nps.edu/library 


INSTRUMENTATION OF A CESSNA 310H AIRCRAFT 
FOR ACADEMIC INVESTIGATION OF FLYING QUALITIES 
AND PERFORMANCE CHARACTERISTICS 


George Harrison Davis 











THESIS 


INSTRUMENTATION OF A CESSNA 310H AIRCRAFT 
HORS. | 
ACADEMIC INVESTIGATION OF FLYING QUALITIES § 
AND | 
PERFORMANCE CHARACTERISTICS 


by 


Seemeenarrison Davis .aeue. 
and 
Paul Joseph Valovich, Jr. 


| Thesis Advisor: Donald M. Layton 


June 1973 


Aaproved {or public release; distribution unlincted. 


T15490¢ 





Library 
Naval Postgraduate Scnoo 
Monterey, Caltfor 


Instrumentation of a Cessna 310H Aircraft for 
Academic Investigation of Flying Qualities 


and Performance Characteristics 
by 


George Harrison Davis, Jr. 
Lieutenant Commander, United States Navy 
B.S., United States Naval Postgraduate Penool, boyz 


and 


Paul Joseph WValowich, gr. 
Lieutenant, United States Navy 
B.S.M.E., Purdue University, 1965 


Submitted in partial fulfillment of the 
requirements for 


he degree of 


MASTER OF SCIENCE IN AERONAUTICAL ENGINEERING 


EEOneche 


NAVAL POSTGRADUATE SCHOOL 
June 1973 





ABSTRACT 


The two-course study of flight evaluation techniques of- 
fered by the Aeronautics Department of the Naval Postgraduate 
School requires an airborne laboratory phase of instruction 
that introduces the student to the actual problems encountered 
in obtaining accurate in-flight data. To satisfy this need, a 
Civilian registered Cessna 310H aircraft, N164X, was leased by 
the Naval Postgraduate School in April, 1973. An airborne 
data acquisition system was designed and installed that allows 
three students to obtain individual measurements of twelve 
performance and stability and control parameters. The measure- 
ments are obtained using both electrical and differential 
meessure sensors, and are manually recorded by each stucence 
Due to time constraints, no in-flight evaluation of the system 


has yet been conducted. 
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Ls LNLROBEE TION 


The Aeronautics Department of the Naval Postgraduate 
Benool offers a two-course Sequence in the study of flight 
evaluation techniques as a part of the graduate program in 
Flight Mechanics. The first provides an introduction to the 
methods and technigues involved in aircraft data acquisition 
and concentrates on performance testing. The follow-on 
Poeurse concerns itself with aircraft flying qualities and 
Stability and control. 

Prior to January, 1970, both of these courses used air- 
craft assigned to the Naval Auxiliary Landing Field, Monterey, 
California, to provide in-flight testing and data collection 
experience in the laboratory portion of the sequence. When 
Combat Readiness Training flying was discontinued at Monterey 
in January, 1972, actual airborne testing was removed from the 
flight evaluation course syllabus. The subsequent degradation 
Memcourse content provided an extra impetus to find a means of 
Operating an aircraft solely as an instructional laboratory 
vehicle of the Aeronautics Department. After careful study of 
the various problems involved in such operation, a civilian 
megistered Cessna 310H aircraft was acquired by lease through 
funding provided by the Naval Air Systems Command. 

Evaluation, Of flying qualities requires aditeraityinseru. 
mentation in excess of that normally included in operational 


mrcraft in order to record the rapidly changing parameters 








associated with flight test maneuvering. A system was re- 
quired that provided accurate, comprehensive measurements 
and readouts of the deSired parameters with but minor modi- 
fication of the aircraft. Such a system was designed that not 
only provided appropriate data acquisition, but also ensured 
maximum utilization of the aircraft as an instructional aid 
by designing into the system multiple readouts of each 
measured parameter so that on each flight three students could 
separately acquire simultaneous meaSurements of control forces 
and position, angles of attack and sideslip, normal acceler- 
ation, and altitude and airspeed. 

Initial installation of this system was accomplished at 
the Naval Postgraduate School, Monterey, California, during 


May and June, 1973. 
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II. ‘BACKGROUND 


The Aeronautics Department's need for an aircraft to be 
used as a flying laboratory was recognized as far back as 
1966. Professor C. D. Perkins of Princeton University, in 
the report of the 1966 Aeronautics Visiting Committee, stated: 
"One of the surpriSing aspects of the (Naval Postgraduate 
School Aeronautics) program is the lack of an adequate grad- 
uate aero sequence in the broad and important area to the 
Navy of flight mechanics, including advanced courses in 
Meability and control, performance, design, etc." Since then, 
the program to acquire an aircraft for airborne laboratory 
and research projects has closely coincided with the cevelop- 
ment of the present two-course sequence in flight evaluation 
techniques as a part of the Flight Mechanics curricula. 

In order for the flight evaluation sequence to be of any 
practical use, a means must be available of coordinating the 
theoretical principles developed in the classroom with the 
actual problems faced bysthe test pilot Gm encimec = sisac- 
Seeing data. Initially, North American T-28's were used to 
provide simple airborne data measurements. In 1968 permission 
was obtained from Commander, Naval Air Forces, Pacific Fleet, 
to instrument a Grumman US-2A aircraft. This instrumentation 
System was to provide sufficient sensor inputs to utilize the 
US-2A as either an airborne laboratory or as a testbed for 


mesearch projects. The data acquisition system originally 
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installed in BUNO 136533 was refined and expanded and performed 
quite satisfactorily until the aircraft was damaged in an un- 
intentional wheels-up ianeies inewiarch, iowa. 

buring the™perivod” of “April, 197, to" December, oT 2, 
various Navy aircraft assigned to the Naval Auxiliary Landing 
Field, Monterey, were used to provide elementary airborne data 
acquisition, although no permanent flight test instrumentation 
was installed in any of the aircraft. With the closing of the 
Naval Auxiliary Landing Field and the discontinuance of CRT 
flying at Monterey in January, 1972, even this limited capa- 
bility was removed. The flight evaluation sequence was sub- 
sequently taught during 1972 without an actual airborne 
laboratory phase; instead, precomputed problems were introduced 
as laboratory exercises. 

The inherent deficiencies of this method, along with the 
recommendations of the Aeronautical Engineering Review Boards 
of 1969, 1970, and 1971, sparked the investigation of the 
Mees Of Obtaining a light twin-engine aircraft for use in the 
courses. Initial plans were to acquire a surplus United 
Mees Air Force U3A, the military version of the Cessna 310. 
However, funding limitation and the need for major overhaul 
of such aircraft made this aAppu@Gach impractical, 

Funding support from the Naval Air Systems Command within 
AIRTASK A3203200/186B/3F41-421-200 dated 2 August 1972 was 
made specifically for the lease of a light twin-engine air- 
craft for use in the Flight Evaluation Techniques Program at 


@eemNaval Postgraduate School. Specifications for the aircraft 


(ey 








were drawn, bids were solicited, and after several delays, a 
contract was Signed with McDonnell Enterprises of Mojave, 
California. Terms of the one-year, optional renewal contract 
Sever the total cost of the operation of the aircraft for 250 
fiight hours per year. The aircraft, Cessna 310H side number 
N164X, was delivered to the Monterey Peninsula Airport 14 
Beers! 1973. 

Porter familiarization flights totaling 1.5 hevrse ene 
aircraft was grounded until all aspects of its operation were 
reviewed and approved by the school administration. Although 
initial installation of the instrument system was begun during 
the grounded period, flight testing and evaluation of individ- 
ual system components were impossible. Serious delays in the 


delivery of vital parts ordered through the Navy supply system 


also caused setbacks in the pace of the project. Subsequently, 


a full evaluation of the operation of the complete system was 


= 


impossible before the date of this report. 
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it. REOULKEMET a. 


In the engineering sense, the basic problem was to design, 
install, and evaluate a data acquisition system not only 
capable of providing sufficient information to evaluate the 
flying qualities of the Cessna 310H, but also capable of 
providing the student with realistic experience in the tech- 
niques and problems unique to airborne data acquisition. 

Both the overall system and individual system components were 
evaluated with respect to several specific parameters. While 
this section discusses the overall system requirements, 
specifications peculiar to each system component are discussed 
mee tOllowing sections of this report. 

mae to limitations in aircraft capability, hardware 
availability, and financial resources, the deSign of the 
complete instrumentation system had to be carefully evaluated 
Peel respect to the criteria: 

1) Number and. Gein eee of sensor inputs 

2) Type of measurement readout 

3) aoe system outputs as both parameter readouts 

and as instructional tools 

4) Desired accuracy and dynamic response of the system 

5) Availability of hardware and finances 

6) Aircraft restrictions 

Because the primary purpose of the aircraft was to develop 


an airborne method of instruction in the study of flight 
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evaluation technigues, the sensor inputs must be compatible 
with those discussed in the course texts. A thorough study 
em the Naval Air Test Center Fixed.Wing Stability and Control 
Manual and the NATC Performance Testing Manual disclosed that 
mee otem incorporating inputs of control forces, control 
positions, normal acceleration, angles of attack and yaw, and 
accurate indications of airspeed and altitude, provided suf- 
ficient data inputs to operate the aircraft as a flying class- 
room coincidental with material covered in the texts. 
Additional inputs of roll, pitch, and yaw rates, and total 
temperature would enable the Cessna 310H to perform all tests 
described in the stability and control manual. Design of such 
a system with regard to previously discussed constraints was 
eee tundamental qoal of this project. 

mne efficient utibwgation of this @arrcratteas aeeezirnge 
classroom prescribed a data readout system that provided 
Simultaneous outputs by means of simply constructed, easily 
operated devices. Although accuracy was desired, the fact that 
the system was es suai to be used to study procedures and 
techniques, rather than obtaim original scientific measurements, 
removed the constraint of producing highly accurate dynamic re- 
Beemse readouts. Since, future utilization of the aircraft will 
require such measurements, a means of incorporating sophisti-~ 
cated recording devices with the present sensors must be 
considered. 

EenOGLialmw est fiitent crew willoconsist of a pilot. and 


three students. The pilot will not be involved in parameter 
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measurement, so the system must not in any way detract from 
Mes flying capability. The student crew will normally change 
with each flight. Therefore, the system must be simple enough 
to ensure proper calibration and operation with minimum prior 
training. 

Financial limitations required the use of hardware ob- 
tained from various government facilities. Fortunately, access 
@oea number of installations conducting flight evaluation 
studies has ensured the availability of adequate, high guality 
instruments at relatively little cost. In most cases instal- 
lation of instrumentation will be accomplished by technicians 
asSigned to the Aeronautics Department. 

Use of the Cessna 310H as an instrument platform instead 
of a heavier, more powerful military aircraft required eee 
Careful consideration be given to aircraft capabilities and 
limitations. Operation of the four-seat, instead of the normal 
eee—-seat, configuration practically removes the possibility of 
exceeding the aircraft's maximum gross weight restriction of 
5100 pounds. However, the effect of the instrumentation system 
on ney aircraft structural and electrical limitations wiadeee 
be considered. These include center of gravity excursions, 
Structural configuration, electrical power, and flight envelope 
considerations. Applicable Federal Aviation Administration 
mgulations pertaining to aircraft modifications must be con- 
Sulted due to the aircraft's civilian registry. 

The operation of a civilian registered aircraft by a 


Meeteary activity placed several constraints on the project. 
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Because the aircraft 1S not in custody of the Navy, many 
portions of OPNAV 3710.7 series of instructions covering 

Naval aircraft operation do not apply, and FAA regulations 

must be followed. However, since in this case the operating 
mavyity iS military, certain procedures applicabillesto a 
military operation must also be complied with. A complete 
operations manual covering all aspects of this unique Situa- 
tion was written, and a laboratory procedures manual prepared. 
Modification and operation of the Aeronautics Department's 
Cessna 310H must be in accordance with the guidelines expressed 


fferein. 
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ey o> ALRCRAGE 


The Cessna 310H is a Six-place, low wing, twin engine 
monoplane with fully retractable landing gear. Built in 
1963, the basic purpose of the aircraft 1S personnel trans- 
meetation, although it can be used for transportation of 
light cargo in addition to other liaison missions. The Post- 
graduate School's 310H is operated in a four~-place configura- 
tion, with the rear seats removed to provide space for part 
of the instrumentation system. A photograph and diagrams of 
Mme Overall aircraft are shown in Figures 1, 2 and 3. 

The aircraft iS powered by two horizontally opposed, six- 
cylinder, Continental Model I0-470-D engines rated at 260 
horsepower at 2625 RPM. Engine power is controlled by manual 
Operation of throttles, mixture controls, and propeller RPM. 

Fuel is supplied by two 5l-gallon main tip tanks and two 
15-gallon auxiliary tanks located in the wings. Depending on 
conditions and “Guan Settings, the 3100 an rend in arebonne 
over eight hours if necessary. Maximum range iS approximately 
1250 miles. | 

Electrical power iS supplied by a 28-volt direct current 
System. No alternating current power is available. A 50- 
ampere generator 1S mounted on each engine, and two 12~-volt 
batteries in series supply energy to the system when the 
generators are inoperative. An external power receptacle 


mounted in the left wing allows the use of external power for 
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extended ground operation of electrical equipment or for 
starting when battery power is low. All circuits are pro- 
tected by “push to reset" type en: breakers. 

Although dual controls are provided, the instrument panel 
contains only one set of flight instruments and one set of 
engine instruments. Use of any of the normal flight instru- 
ments for accurate airborne parameter measurement is con- 
sidered marginal. 

The available flight envelope and flying characteristics 
of the Cessna 310H make it ideal for use as an airborne 
classroom. Maximum gross weight is: 5100 pounds, with a useful 
load capability of 1805 pounds before fueling. Fully loaded 
Stall speed is 75 MPH IAS with landing gear down and flaps at 
45 degrees. Maximum cruising speed is 210 MPH IAS, with a 
"never exceed' limitation of 254 MPH. Maximum gross weight 
rate of climb is 1690 feet per minute for two engine operation, 
and Single engine flight characteristics are quite satisfactory. 
An oxygen system allows operation, if desired, to 20,000 feet. 

The aircraft is very susceptible to gust and turbulence 
disturbances, particularly about the yaw axis. When the land- 
ing gear and ne flaps are down, a strong dutch roll mode is 
evident. Attainment of a steady state flight condition in the 
@eeey Configuration is very difficult. 

ir general, the flight characteristics of the 310H, al- 
though acceptable throughout the flight envelope, will provide 
Valuable experience in solving the problems involved in 


acquiring satisfactory airborne data. 


Le 





Detailed information concerning the operation and the 
capabilities of the Cessna 310H is available in several of 


mime sources listed in the bibliography. 
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V. INSTRUMENTATION 


A. SlTUDENT INSTRUMENT CONSOLES 

The primary purpose of the instrumentation system in- 
meerled in the Naval Postgraduate School Cessna 310H is to 
provide an-efficient means .of airborne data acquisition for 
Students enrolled in the flight evaluation techniques two- 
course seguence. Several data readout methods were considered, 
including oscillographs, tape recorders, photo panels, and 
visual displays. Constraints of space, weight, student utili- 
zation, and real time requirements were the factors that in- 
fluenced the decision to use individual student consoles with 
fammal recording of data. Although accuracy and dynamic 
response measurements of Such a system are inferior to other 
methods, the individual consoles are far Superior to the other 
readout systems as instructional tools. With three student 
instrument consoles installed, the Cessna 310H can effectively 
Operate as a flying classroom. 

The Cessna 310H was originally designed as a six-place 
aircraft. However, to provide space for support instrumentation 
and to allow loading flexibility, the two rear seats were 
removed. Since the pilot must not be burdened with parameter 
measurements, only three instrument consoles were designed and 
installed. The co-~pilot's console is located between the pilot's 


@m@e CO-pilot's seats as shown in Figure 5. The consoles for 
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the rear seat passengers are secured by brackets to the back 
of the seat immediately forward of their respective stations 
Meegure 6). 

Inputs to the consoles consists of both electrical signals 
and differential pressures. The nine electrical Sensors are: 

1) Angle of attack 

2) Sideslip angle 

Diet levator £foree 

4) Aileron force 

5) Rudder force 

6) Elevator position 

7) Aileron position 

8) Rudder position 

9) Normal acceleration 

Three additional pitot-static systems were installed: 
One in the wing tip mounted boom, and one under each wing 
approximately four feet outboard of the propeller arc. In 
addition, a 150-foot trailing cone system provided an alternate 
Static source. Connection of the various seioteret ete systems 
to the instrument consoles was straightforward. The boom- 
mounted een was connected to the co-pilot's console, and 
the wing-mounted systems were connected to the respective rear 
seat consoles. The trailing cone static tube can be connected 
to any Station. 

Each student instrument console contains a standard triple- 
pointer altimeter, an airspeed indicator, a digital voltmeter, 
ema a five-position 2-pole rotary switch. The left rear con- 


sole also contains an elapsed time clock. 
PLD 





The airspeed indicators used were made by Kollsman 
Pretrument Corporation and are shown in Figure 7. The in- 
dicators, which were calibrated in knots, have a needle for 
the outer scale providing a rough indication of airspeed 
between 100 knot scribes, and a cylindrical drum graduated 
mae tewOo-kKnow increments from zero to 100 knots rotating 
horizontally and located just above center on the face of 
the indicator. To read airspeed, observe the position of the 
100-know pointer, and then add to the lower hundred indica- 
tion the number below the arrow in the window of the circular 
drum. All of the airspeed indicators and altimeters installed 
in the consoles were obtained on loan from the U. S. Air Force 
Merght instrumentation pool, Edwards Air Force Base, California. 

The display system for the output signals from the nine 
electrical sensors is shown schematically in Figure 8. A 
system was required that allowed great flexibility in parameter 
measurement selection but was also relatively simple to install 
and operate. The system installed in N164X uses a J~Box for 
Sensor output collection, wire plug-in jacks for flexibility in 
Beeching signals to individual consoles, a five=posireren 2-pole 
meeery switch in each console, and a DATEL DM-1000 digital volt- 
meter in each console. 

The J-Box, shown in Figure 9 and Figure 10, is an aluminum 
Chassis box 8" x 17" x 3" that has been machined to allow mount-— 
ing of various electrical hardware. Input signals to the J-Box 
are of two kinds: (1) force and normal acceleration measure- 


ments from wheatstone bridge circuitry and amplified by Grant 
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operational amplifiers and (2) control position and aircraft 
angles of attack and sideslip measurements obtained from 
potentiometer voltage a iaoce Figures 11 through 15 are 
diagrams of the input circuitry. 

The eight wires relaying the four input signals from the 
amplifiers are connected directly to the J-Box by a 10-wire 
Bendix cannon plug. Each amplified output signal is then 
Wired to one of 15 pairs of jack plugs -mounted on the top 
Pace Of the J-Box. Although a total of only nine Signals are 
emerently hheclage SROs Ne | 15 jack plugs were installed to 
accommodate future system expansion. The jack plugs are color 
coded red for poSitive potential and black for negative 
potential. 

All potentiometer circuits contain balance pots that allow 
voltage nulling for any desired zero settings of the sensor 
potentiometers. Thus, input Signals from these circuits are 
actually the voltages measured between the sliding arm contacts 
of the sensor and balance potentiometers. This is shown in 
Figure 11 and FR gneE 4. Because Che voltage 1S measured be- 
tween two resistors and not to a common circuit ground, a 
floating ground system must be utilized to ensure proper volt- 
age readout. The reference voltage for each individual circuit 
is unique; hence the wiring must be designed so that each indi- 
vidual voltage reference is available at the readout devices. 
To accomplish this, the balance pots were physically located 
Within the J-Box. The previously discussed reference voltages 


are those voltages at the sliding arm contacts of the balance 
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pots measured relative to ground. They are considered the 
negative potentials of the potentiometer circuits and are 
connected to individual black jack-plugs. The corresponding 
positive potentials are obtained from the sliding arm contacts 
of the sensor potentiometers and are fed to the J-Box by a 
Bendix five-wire cannon plug. They are then wired to the 
SaePpLopriate.red jack-plug. 

A study of the measurements required for any test flight 
Gescribed in the Navy Test Pilot School Fixed Wing Stability 
and Control Manual showed that a maximum of five electrical 
readouts were required for any given test. Therefore, the 
system installed in N164X enables each of the three students 
to observe any of five parameters simply by rotating his con- 
sole switch. As stated before, a total of nine electrical 
sensor outputs are wired into the J-Box. Prior to, or even 
@uaraing the flight, the test coordinator decides which five 
electrical parameters are needed. He then patches the re- 
Guired pairs of input jacks to the five available cuteutayae:: 
pairs located in the J-Box. The rotary switches of the three 
Bisoles are each wired directly to the, five pairs GEseucome 
Meeks (Figure 10). The various output readouts can be changed 
Simply by connecting the output jack leads to different input 
jacks. 

The five-position console rotary switches are wired to 
DATEL model DM 1000 digital voltmeters. A photo of the 
DM 1000 is shown in Figure 16, and the specifications are shown 


in Figure 17. The maximum display signal of the DM 1000 is 
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feo volts. «Because,ofethis constragint, and cemtain 
peculiarities of the system strain gage amplifiers, it was 
iemactical to utilize a consistent readout scaling factor; 
me. , One pound force or one degree deflection could not 
maveays equal a fixed millivolt output for every circuit in 

the system. It was therefore decided to calibrate each 
electrical sensor circuit to take maximum advantage of the 
@meracteristics of the amplifier and voltmeter in that 
Mmereeicular circuit and to utilize calibration tables to con- 
vert the voltage readings to meaningful data. The calibration 
tables for all electrical sensors are included as Appendix B, 
and a copy is available at each student console. It should be 
emphasized that in most cases the scaling factors differ among 
the electrical outputs, and the tables must be consulted to 


@iecam correct sensor values. 


Pee VANE SYSTEM 

A boom that extends ahead of the aircraft into the free 
airstream allows accurate measurement of certain parameters 
fmenout influence of the aircraft mass on the airflow. Usually, 
emem a boom is mounted on the nose of the aircraft, but struc- 
tural design of the Cessna 310H, however, prohibited such an 
installation on N164X without major structural modification to 
the aircraft's forward fuselage area. Instead, the boom was 
mounted under the left wing immediately below the junction of 
Mee wing spars with the left tip tank. Since the tip tanks 
are secured to the spars by means of 5/16 inch AN STD aircraft 


bolts, properly designed boom support brackets can be attached 
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mowthe spars simply by replacing the original aircraft bolts 
by Lenger bolts of the same diameter. To validate design and 
installation, blueprints for a similar boom and associated 
hardware were obtained from the flight test branch, Wallace 
Mamrsion, Cessna Aircraft Company, Wichita, Kansas. A 
photograph of the overall boom assembly is shown in Figure 18. 

The boom itself was constructed of a two-inch diameter, 
0.125 inch wall thickness, 1024 seamless tube, ninety inches 
long. Two adapters that enable the boom to be bolted to the 
Spar brackets were welded to the tube as shown in Figure 19. 
immeagdaLtion a circular fitting that attaches the tip tank 
Support braces was fastened to the boom as shown in Figure 20. 
The wing spar brackets (Figure 21) were machined from one- 
Guarter-inch 2014T6 aluminum to Cessna's specifications. The 
tip tank support braces were added to ensure dynamic stability 
at high speed, and were fabricated of 1/8-inch sheet aluminum 
ana bent into the proper shape. They are bolted to the boom 
Gfamp and each secured to the forward part of the tip tank by 
two 8/32 machine screws. The screws fit into holes previously 
drilled into the tank structure to accommodate the forward 
tank naeiihic. 

All the brackets and braces were designed to allow rela- 
tively easy removal of the boom assembly from the aircraft. 
To remove the boom, loosen the two bolts attaching the boom 
to the wing spar brackets, unscrew the four tip tank screws, 
and disconnect electrical and pitot-static lines by using the 


guick-disconnects located near the base of the boom. If the 
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aircraft is to be flown without the boom, the exposed 
electrical and pitot-static lines must be stored within the 
aemtom tip tank fairing. 

Parameter sensors were mounted on the boom by means of a 
yaw and pitch sensor (YAPS) head that was obtained from the 
Pomy Flight Test Facility, Edwards Air Force Base, California. 
This particular device electrically measures yaw and pitch 
angles and also provides a self-aligning pitot-static source 
in the free airstream. Photographs of the boom head are 
PmOwn in Figures 22 and 23. 

The pitot-static tube in the nose of the assembly can 
align with the free stream due to the flexible rubber coupling 
that connects it to the vane housing. Airflow striking the 
Seeandrical fairing mounted aft of the pitot-static ports 
creates a moment at the flexible coupling that aligns the nose 
of the tube parallel to the airflow. Two one-eighth inch 
plastic tubes extend from the pitot-static ports through the 
rubber coupling and vane housing aft through the boom to the 
previously aeeaseeG quick-connects. The boom-mounted pitot- 
static tube system is further discussed in a later section of 
this ae 

eee tical light-weight aluminum vanes, mounted perpen- 
dicular to each other on the vane housing, deflect with the 
relative wind and provide yaw and angle of attack measurements. 
The vanes are connected to 5-K ohm potentiometers enclosed 
within the boom head so that vane deflection changes the 


relative circuit resistance, thus changing the measured 
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output voltage. Direct calibration of the potentiometers by 
adjusting the resistance to correspond to a given vane 
deflection proved highly impractical since the boom head had 
to be completely disassembled in order to adjust the pot 
position. Instead, 5-K ohm balance potentiometers were intro- 
duced in the circuits parallel to the sensor pots. The vane 
output reading was taken as the voltage developed between the 
sliding arm of the sensor pot and the fixed reference volt- 
age at the sliding arm of the balance pot. 

Each vane output was calibrated by mounting the boom head 
in the Naval Postgraduate School low speed wind tunnel so the 
vane housing tube axis was parallel to the airflow. The 
housing cylinder was then rotated until the support arm of 
the vane being calibrated was horizontal. The airflow then 
aligned the vane parallel to the housing cylinder, corres- 
ponding to a zero angle of attack or yaw reading. The 
appropriate balance potentiometer, located in the system J- 
Box, was then adjusted to null any voltage that existed be- 
tween the sliding — contacts Of the two pots. Sle chou 
be noted that because of the incorporation of a floating 
ground system, any desired vane deflection may be used as the 
zero reference simply by readjusting the balance potentiometer 
to null the voltage produced by the desired vane deflection. 

Calibration continued by inclining the housing assembly 
at known angles of attack, aligning the vane with the airflow, 
and recording the corresponding voltage. The second vane was 


calibrated ina similar fashion after rotating the housing 
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cylinder through ninety degrees to align the vane arm hori- 
zontally in the wind tunnel. A photograph of the boom head 
Being calibrated is included as Figure 24. 

Based on previous experience, the decision was made to 
calibrate the yaw vane to plus and minus thirty degrees de- 
flection, and the angle of attack vane to plus and minus 
twenty degrees. Although this range is somewhat excessive, 
the voltage outputs corresponding to these full scale de- 
flections are compatible with the readout system limitations. 
meesoration output voltages are tabulated in Tables —T and Tr, 
Appendix B, and calibration curves are shown in Figures 25 
pact 26. 

The output voltage for the desired full scale vane de- 
flections using the 5-K ohm potentiometers depends on both the 
voltage across the pot and on the wire-wound resistor sensi- 
Mmevity built inte the pot. Since the latter was not control- 
meerc, the voltage output corresponding to full scale 
deflection was kept within range of the console voltmeter by 
dropping the 28 vont D.C. alrcraft voltage towilo velte -cnmeren 
the use of National Semiconductor Miniaturized voltage regu- 
lators shown ‘ Figure 27. The voltage regulators were mounted 
Mmeehe J-Box. They not only kept the output voltage within 
limits but also supplied a steady fifteen volts across the 
potentiometers regardless of aircraft power fluctuations. 

The boom head assembly was semi-permanently mounted on the 
boom by means of safety wired machine screws. Prior to drill- 


ing the necessary holes, the boom head was rotated until the 
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forward vane was sighted vertical and the aft vane horizontal. 
The YAPS head was installed after the boom tube was mounted on 


mime aircraft. 


oe FLIGHT CONTROL SYSTEM 

The flight control system of the Cessna 310H is entirely 
mechanical. The primary control surfaces (ailerons, rudder 
and elevator) are positioned by dual control wheels and rudder 
pedals through a conventional cable system. The aircraft can 
be trimmed about all three axes with trim wheels located on 
the engine control pedestal. Positioning of trim tabs is 
accomplished through a conventional cable and pulley system 
to screw jacks and push-pull tubes which activate the tabs. 
Diagrams of the aircraft flight control systems are shown in 
Figures 28, 29, and 30. 

1. Measurement of Control Forces 

Strain gageS incorporated in wheatstone bridge cir- 
cuits provide the most efficient method of control force 
measurement. Proper positioning and mounting of the strain 
gages is essential in order to ensure correct correlation be- 
tween forces applied to the cockpit SSIMCAST.S and output 
voltage changes measured across the respective wheatstone 
bridge. 
Because the voltage changes associated with strain 

gages are so small, Signal amplification was deemed necesSary. 
This was accomplished by means of Grant model DCA8-3 


Operational amplifiers. (Figure 31). 
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Advantages of this type of amplifier are: 

1) Small size (2 in. x 2 3715 ane = 2 ign) - 

2) «Samp atiecdeimpitecasceunseay, 

3) High gain 

A) e@nrs Ciridit 

5) Extremely rugged 

6) Ease of access for zero adjustment and gain 

adjustment 

7) Compatible, with aireratt.23 vollttediseepecimsment 

electrical system 

8) Insensitivity to input power fluctuations 

9) Internally produced excitation voltage 
The only two negative aspects of amplifier operation are 
extreme sensitivity of the zero adjustment, and reversed 
polarity output saturation. Although the Grant op-amp is 
capable of producing a 5-volt positive polarity output, the 
amplifier saturates at approximately 0.695 volts when inputs 
from the bridge circuits reverse polarity. Means of over- 
Semang this ii@ekenligy ene discussed in individual cases where 
ee. S appropriate. 

The cei op-amps utilize solid state circuitry with 
Simplified external wiring. Two six-wire cannon plugs allow 
expeditious amplifier hook up. One cannon plug connects the 
Meme nodes of the bridge circuit. Five-volt excitation volt- 
age 1S applied from the A and D connectors and the unamplified 
Signal is received through connector B and C. Connectors E 


and F provide case grounding. The second cannon plug receives 
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the 28-volt power through connectors B and C, and the 
mapeified signal output is obtained through conmmectons D 
eae E. In this plug, connectors F and A are ground. 

The Grant model DCA8-3 amplifier incorporates 
adjustable zero and gain settings. These adjustments are 
made by inserting a small jeweler's screwdriver in the 
amprcopriate slot near the cannon plugs. Normally the gain 
Of each amplifier will be set during initial calibration 
and will not be readjusted except for recalibration. MThe 
zero adjustment, however, is extremely sensitive and tends 
to drift slightly. The zero will be set prior to, and when 
necessary during, each flight. 

The small amplitudes of the strain gage signals make 
the control force meaSuring system very susceptible to 
emectrical noise. In order to preserve signal integrity, the 
operational amplifiers should be located as close to the 
bridge circuits as possible. In the Cessna 310H, however, 
Space limitations necessitated all Grant op-amps being con- 
tained in a eer box mounted aft of the passenger seats. 
This allows easy access for zero adjustment. All wiring be- 
tween the individual bridge circuits and the amplifiers 
utilizes shielded cable to reduce electrical noise. 

a. Aileron and Elevator Forces 

Aileron and elevator forces are measured by strain 
gages mounted on a specially designed control wheel which re- 
placed the standard co-pilot's wheel as shown in Figure 32. 


Blueprints for the wheel were obtained from the Wallace 


jo 





Division of Cessna Aircraft Company, Wichita, Kansas. The 
wheel, which was completely fabricated by the Aeronautics 
Department machine shop, is identical to those used by the 
Gesena Aircraft Company in its flight test pregrams. 

The strain-gaged control wheel (Figures 33 and 34) 
is basically two cantilever beams connected by a pipe adapter, 
with a hand grip mounted on each end. Thin aluminum plates 
pee positioned to provide protection for the strain gages and 
associated wiring. The cantilever beams are rectangular in 
cross-section so that, when properly mounted, applied aileron 
and elevator forces are normal to the respective cantilever 
surfaces. This allows independent measurement of aileron and 
elevator forces. 

Bach force system uses four type C-9-171 Strain 
gages wired to form a 350-ohm wheatstone bridge. The bridge 
Srcuits are connected to the Grant operational amplifiers in 
the manner previously discussed. 

Enitial Calibmation”or the” ailerom and =elevaces 
force systems was ee In all calibrations involvwong 
the Grant operational amplifiers the amplified signal was 
calibrated. For aileron calibration the control wheel was 
mounted so that a moment could be applied with calibrated 
weights through a cable-pulley arrangement. Because of the 
previously discussed reverse polarity saturation, full scale 
@Setput must be less than 0.695 volts in order to obtain 
@eeurate force indications in both left wing down and right 


Wing down directions. Since maximum required aileron force 
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is 40 pounds, a scale of 15 millivolts per pound was chosen. 

memes gives aWtheoretical output of + 600 millivolts fora 

40-pound aileron force applied at the center of the vertical 

hand grip bar. Calibration was achieved by adjusting the 

Men and zero settings to produce proper voltage output for 

a known moment. Because the output was slightly non-linear, 

it was decided to adjust the gain to be as linear as possible 

in the lower force range where most measurements will be 

taken. Therefore aS can be seen from Table III of the tabulated 

calibration data, the linearized scale factor of 15 millivolts 

per pound cannot be used above 7 pounds. This is not considered 

a problem since, as discussed previously, use of a single meter 

for multiple parameter output prohibits the reasonable use of 

one-to-one correlation between voltage output and actual para- 

meter values. The actual parameter value must be determined 

fyelLooking up the output voltage in a calibration table, 
Elevator force calibration was conducted ina 

Manner Similar to the aileron force calibration. Because the 

elevator force iii Ceeeeneea from 70 pounds nose up to 40 pounds 

nose down, reverse polarity saturation was avoided by adjusting 

the amplified signal output for approximately 15 millivolts per 

pound. A known force was applied in both directions at the 

vertical handgrips on the control wheel and the gain and zero 

settings adjusted to provide the desired voltage output. As 

in the case of the aileron calibration, slight non-linearities 


in the system necessitated adjustment of the amplifier to 
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peevide linear low range response (Table fy). Calibration 
curves for the aileron and elevator force sensors are shown 
maerPagures 35 and 36. 

b. Rudder Forces 

The rudder force sensing system consisted of a 
transducer on each rudder pedal on the co-pilot's side with 
the output from each transducer fed into an operational 
emplifier. The sign of the signal from the right rudder 
pedal transducer is changed by reversing the leads coming 
eut of the operational amplifier for that rudder pedal. fThis 
then makes the signal from the left rudder pedal positive and 
the Signal from the right rudder pedal negative. The signals 
are then fed into an electrical algebraic summer (Figure 37). 
The signal out of the summer is then fed into the J-Box for 
meraeming to the appropriate console. 

The rudder pedal transducers were made by Radia- 
tion Incorporated of Los Angeles (Figure 38). The trans- 
ducers were installed on the co-pilot's rudder pedals as 
depicted in Figure 39, Serial Number 43 was used for the 
right rudder pedal and Serial Number 105 for the left. A 
Calibration curve for the two transducers is shown in Figure 
40. The curve is linear throughout the range zero to 
150 pounds. 

The electrical signal is developed in a 350-ohm 
Wheatstone bridge made up of strain gages (Figure 13). The 
Signal is then fed to the operational amplifier. The output 


of the amplifier was adjusted to approximately 10 millivolts 
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Sf amplified signal output per pound of rudder pedal force 
(Table V). 

Themsagn of the electricaltsitgmaiestor Ene right 
muader pedal is reversed so that the signal out of the 
algebraic summer is the differential signal between the two 
rudder pedals. This is then the differential force between 
the two rudder pedals when the pilot has both feet on the 
pedals during a maneuver. Since the range of the digital 
Meeemeters is + 1.999 volts and the range of the rudder pedal 
feeee Signal is + 1.500 volts, no further processing ofmtic 
Signal was required. 

2. Measurement of Control Surface Positions 

The control surfaces of the Cessna 310H are positioned 
by the pilot or co-pilot through mechanical linkages of cables, 
pulleys, and bell-cranks, as shown in Figures 28 through 30. 
Since direct movement of the linkage system is required for 
ee control deflection, determination of control surface 
positions can be accomplished by measuring the displacements 
Of the linkage assemblies, preferably at points near the con- 
trol surfaces in order to minimize error due to cable 
elongation. 

After several means of displacement measurement were 
investigated, it was decided to utilize the method employed 
by N.A.S.A. Flight Test Center, Edwards Air Force Base, 
Seifornia, in their flight evaluation projects. Three linear 
displacement transducers were purchased from Space-Age Control, 


meee or Palmdale, California. This transducer, shown in 
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Migure 41, consists of a 2000-ohm rotating=-arm potentiometer 
enclosed in an aluminum housing. The Vetating Shaft of the 
sliding contact is connected to a spring-tensioned two and 
one-half turn spool enclosed within a drum mounted on the side 
of the potentiometer. A flexible wire cable 1s wound on the 
meool and extends through an opening in the drum. This par- 
ticular model was designed so that as the cable is unwound 
meom the spool to a maximum of six inches, slide contact 
resistance varies from zero to two thousand ohms, the full 
resistance of the pot. 

Direct observation showed that the maximum movement 
of any of the control linkages from the neutral position was 
plus or minus 2 3/8 inches, a value well within the useful 
transducer range of plus or minus three inches. The instal- 
lation of the transducers, although simple in concept, proved 
Gifficult because of space and control linkage access 
Mmimications, particularly for the aileron installation. 

The first step in the installation procedure was to 
Physically lock the control surface in the neutral, or zero 
Metection position. The transducer was attached to an 
appropriately designed mounting bracket and then bolted into 
a suitable position near the control surface bell-crank. A 
Swivel fitting was fastened to the bell-crank to attach the 
Meensducer cable. The cable was then unwound from the spool 
meee cLastened to the bell-crank so that zero control surface 
deflection unwound three inches of cable. Control movement 


either caused more cable to unwind, thus increasing slide 
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contact resistance, or else, because of the cable retraction 
force created by the spool spring, caused retraction of the 
cable, thus decreasing the slide contact resistance. 

A shear pin was used to connect the transducer cables 
memehne control bell-crank attachment swivel fittings. The 
maximum load limit of the shear pin is five pounds. If the 
potentiometer or cable spool should jam, the transducer cable 
will detach from the bell-crank when the shear limit is 
exceeded, thus freeing the control linkage. 

The electmicel scinemitry of the centrol mositiven 
measuring system 1S shown in Figure 14 and is similar to that 
of the boom-mounted vanes discussed earlier. Five-thousand- 
ohm balance potentiometers mounted in parallel with the linear 
displacement transducers allow voltage mad linge for mmculnet 
control positions. Again, the voltage readout is between the 
sliding arm contacts of the transducer and balance potentio- 
meters. Because the resistance of the transducer pots is only 
meeeo Ohms, the aircraft 28 volt electrical supply had to be 
reduced to five volts to prevent the measured output voltages 
from exceeding the 1.999 volt Datel Digital Voltmeter Iie. rene 
This was accomplished through the use of National Semiconductor 
miniature voltage regulators shown in Figure 27. The voltage 
regulators were mounted within the J-Box near the position 
Sercuit balance potentiometers. 

The elevator and rudder position transducers were 
mounted in the rear fuselage section of the aircraft near the 


elevator and rudder hinge lines as shown in Figures 42 and 43. 
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The aileron transducer was mounted in the left wing immediately 
inboard of the aileron bell-crank as shown in Figure 44, The 
maximum control deflections measured by the position trans- 
meeers are: 

Elevator: + 25 degrees, - 15 degrees 

RCC wn Zo meegrees 

Peleron: wWiMdegrees 

Because of the previously discussed limitations for 

Single meter readout of multiple inputs, no convenient cor- 
fmehation factor between control deflection and voltage»output 
was possible. Control positions are determined by looking up 
the measured output voltage in appropriate tables. Project 
delays have so far prohibited a complete formulation of 
calibration tables. However, it has been Getermined that the 
Memcage output of the control surface position transducers is 


linear throughout the deflection range of each control surface. 


eee LTOT-STATIC SYSTEM 

The pitot-static system installed in N164X was designed 
for maximum flexibility. In addition. tostsemorucginal system 
in the aircraft, three additional systems were installed that 
will enable evaluation of error in pitot-static systems due 
memonysical location of the pitot tube on the aircraft. A 
trailing cone system was also incorporated as an alternate 
Smatic source that could be used with any of the additional 


three pitot systems installed. 
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No changes were made in the original system in the air- 
craft. The pitot tube for that system is in the nose of the 
aircraft and is pictured in Figure 45. The pressures sensed 
are used for the altimeter and airspeed indicator on the 
pilot and co-pilot's instrument panel. 

A head for sensing angle of attack and yaw was installed 
on the port wing tip (Figure 23). This head also included a 
pitot-static sensor with a fairing to keep the pitot tube 
aligned with the relative wind. The head was mounted ona 
boom which was designed to keep the pitot sensing system far 
enough ahead of the wing to prevent erroneous readings due 
tO disturbances caused by the wing moving through the air. 
This system was used as the pitot source for the console in- 
stalled between the pilot's and co-pilot's seat. Plastic 
tubing was used in the boom, routed through the wing and up 
to the engine nacelle. Aluminum tubing was used through the 
engine nacelle due to temperature considerations (Figure 46). 
Plastic tubing was again used from the inboard side of the 
engine nacelle cus the fuselage, where a small hole was 
drilled at station 25 (Figures 47 and 48), then to the console. 
The static pressure from the head is brought into a selector 
valve (Figure 49) at the console where the decision can be made 
to use that pressure or the static pressure from the trailing 
cone. 

Two identical pitot tubes were manufactured by the 
Aeronautics Department machine shop. One pitot tube was 


mounted on the underside of each wing approximately four feet 
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Bueboard of the propeller tip arc at station 161 (Figures 

47, 19, and 50). A special adapter plate was made for each 
pitot tube so it could be installed in place of the access 
panel on the respective wing. As in the pitot system for the 
boom, plastic tubing was used up to the engine nacelle, 
aluminum tubing through the nacelle, and plastic tubing from 
there through the fuselage to the console. The tubing for 
the pitot tube installed under the port wing is routed along- 
Side the tubing for the pitot system from the boom. The 
tubing for the pitot tube installed under the starboard wing 
is threaded through the starboard wing in a manner Similar 
Pomenat done in the port wing. 

A trailing cone system was installed in the aircraft as 
an alternate static pressure source. An access panel was re- 
moved from the underside of the fuselage at station 200 
(Figure 47) and an adapter plate was made for the cone that 
could be used in place of that panel. One hundred and fifty 
feet of one-quarter inch inner diameter clear plastic tubing 
was used with the sae It is let out and pulled back in 
manually, and stowed in the cabin as shown in Figure 49. The 
Static pressure sensed by the cone was put through a three-way 
fitting and routed to the selector valve at each of the three 
Student consoles where it may be interchanged with the normal 


PeeelLc source, 


ie ACCELEROMETER 
A Statham model ASTC-8.0-350 accelerometer was used to 


Measure the aircraft's normal acceleration (Figure 51). 
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The range of this accelerometer is negative two g's to 
Besitive eight g's. Construction is of the unbonded strain 
mage bridge design which generally has the strain gages 
attached to'a fixed frame and a force summing member (Figure 
15). When the force summing member is displaced, the balance 
of the bridge is changed, providing an electrical output pro- 
portional to the magnitude of the applied force. A Grant 
operational amplifier was used with the accelerometer to give 
meme desired output of 0.5 volts per g. 

The dynamic response of the accelerometer was tested to 
ensure the voltage output per g was nearly constant at the 
low Frequencies. In addition a phase lag evaluation was made, 
and from that the natural frequency (W,),) was determined. 
With the natural frequency and the dynamic response curve 
meecermined the damping ratio, zeta (€), and the damped 
natural frequency (Wy ) were calculated. 

The dynamic response calibration was conducted on the 
Shaker table in the Aeronautics Department dynamics lab. A 
Bentley reluctance gage was used as the reference because 
He's output is linear in the range tested. On the first 
Calibration run the frequency range was zero to 600 Hertz. 
The voltage outputs of the Bentley and Statham were recorded 
at various frequencies and are listed in Table VI. A second 
verification run was made in the frequency range zero to 250 
Hertz, and these values are also listed in Table VI. For 


each frequency the number of g's were computed from 
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oe (21rf)? 
Kp 386.1 


meere A is the output of the Bentley in volts RMS, K, is the 


B 
slope of the Bentley calibration curve (350 volts per centi- 
meter), and £ is the frequency. The millivolts per g for the 
Statham were then calculated and are also listed in Table 6. 
A plot was then made of millivolts per g vs. frequency for 
Psa libration runs (Figure 52). It can be seen that the 
output of the accelerometer changes very little in the 
frequency range zero to 100 Hertz. 

To determine the natural frequency, a phase lag cali- 
Meation run was made. The results of that run are recorded 
in Table VI. Since the phaSe lag of a linear Second order 
system for all damping ratios is 90 degrees at the natural 
meequency, the natural frequency of the Statham is 213 Hertz. 
If the ordinate in Figure 52 is normalized so that the curve 
intersects the vertical axis at 1.0 (call that the g axis), 


then g,sy = 415 = 1.169. For systems with damping ratio less 
a5 5 
em 0.707, Gmax ove | ¢ . From this the damping ratio 
is calculated to be 0.49, Since the damped natural frequency 
ly 
Se W, (1 ~ BEE ) in thas case Wy= eS 4 ize 


is defined by W 
The natural frequency and the damped natural frequency of the 
accelerometer are well out of the range of any airframe 
frequencies, which are usually less than ten Hertz. 


This accelerometer was statically calibrated on a 


centrifuge for a previous project and found to have a linear 


44 








Beeput in the range -2 to +6 g's. As a result, the only 
calibration required was the two-g turnover method to adjust 
the zero and gain of the Grant operational amplifier for the 
desired output (volts per g). The transducer is first 
placed on a level platform with its senSitive axiS perpen- 
Gicular to the earth's gravitational field. The output of 
the Grant op-amp was then zeroed for this zero-g condition. 
The accelerometer was then rotated to the poSitive one-g 
@endition and the op-amp output was adjusted to +0.501 volts. 
It was then rotated to the negative one-g condition and the 
Grant was adjusted to -0.500 volts. Since the acceleration 
limit of the aircraft 1s +3.8 g's the maximum voltage output 
1s +1.90 volts. This does not exceed the range of the Datel 
Gigital voltmeter and no further processing of this signal 


was required. 
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VI. CONCLUSIONS AND RECOMMENDATIONS 


Bue to the lack of time in which tovcenduct tenant 
evaluation of the data acquisition system, the instrumenta- 
tion described in this report should be considered as com- 
Pemnents of.a proposed, rather than a fully operational, data 
collection system. Undoubtedly, some changes in the design 
of various components will be made during actual in-flight 
testing. 

No attempt has been made to formulate standard pre-flight 
and normal operating procedures for the installed instrumenta- 
[Vom itt is felt that without proper in-flight evaluation of 
the capabilities of the system, no meaningful procedures can 
be developed, and any attempt at standardizing the operation 
would not be worthwhile. 

Fortunately, plans to continue the project for at least 
three years have already been made and additional theses stu- 
dents have been assigned to the instrumentation flight program. 
The est step in future development of the system must be the 
thorough flight testing of all the currently installed instru- 
mentation throughout the aircraft flight envelope. Only then 
will the operational limitations of the system be known, and | 
after necessary modifications the laboratory phase of the 
Flight evaluation sequence can become tailored to coincide 


peeety the aircraft's capabilities. 
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After the present installation becomes operational, thought 
must be given to refinement and expansion of the system. Be- 
cause of the previously discussed limitations of the digital 
voltmeters in meaSuring the dynamic response characteristics 
of the aircraft, an automatic data recording device should be 
installed. Although not as efficient aS a magnetic tape re- 
corder, a Sixteen-channel oscillograph is available from the 
Navy Flight Test Instrumentation Pool at NAS Patuxent River. 

Additional parameter sensors can easily be added to the 
system. In this regard, several instruments have been ob- 
tained by the Aeronautics Department for future installation 
Mamehne aircraft. They include: 

1) Three Single-axis rate gyros 

2) Accurate two-axis position gyre 

3) Total temperature probe 

aye 6m. C. to A.C. inverter (Z2Z8VbDC to EN5SyV~ 400 cyclone. 

In designing the instrumentation system for the Cessna 
310, a great deal of professional assistance was received from 
meant test a the Cessna Aircraft Company, Wallace 
Division, Wichita, Kansas, and the N.A.S.A. Flight Test Center, 
miter. S. Army Flight Test Facility, and the U. S. Air Force 
mergmt Test Center, all at Edwards Air Force Base, California. 
It is highly recommended that these engineers be consulted in 
the event of any future technical problems concerning the 
mero ject. 

Although the results thus far obtained from the aircraft 


instrumentation program have been minimal, it is felt that the 
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data acquisition system now installed in N164X will prove to 


be successful when the program is finally under way. 


48 





Figures 


10 
Te 
12 
13 
14 
15 
16 
17 
18 
19 
20 
Dil 
22 


23 


APPENDIX A 


Cessna 310H Aircraft N164XxX 

Cessna 310H Dimensions 

Data Acquisitron System Components 

Student Instrument Console 

Co-Pilots Instrument Console 

Rear-Seat Instrument Console 

Console Airspeed Indicator 

Electrical Data Sensing System 

o 2 BOX 

J - Box Wiring Diagram 

Sideslip and Angle of Attack Sensor Circuit Diagram 
Aileron and Elevator Force Sensors Circuit Diagram 
Rudder Pedal Force Sensor Circuit Diagram 

Conero curiace Post plone Oneoms selmeel wD aor on 
Accelerometer Circuit Diagram 

Datel DM 1000 Digital Voltmeter 

Datel DM 1000 Digital Voltmeter Specifications 
Flight Boom Installation 

Port Wing Pitot Tube and Flight Boom Mounting Adapters 
Flight Boom Tip - Tank Brace Installation 

Flight Boom Wing Spar Mounting Brackets 

Yaw and Pitch Sensing (YAPS) Head 


Boom Mounted APS Head 
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YAPS Head Mounted in Wind Tunnel for Calibration 
Sideslip Calibration Curve 
Angle of Attack Calibration Curve 


National Semiconductor Voltage Regulator 
15 Volt (LerljSand S Vole (hag) 


Aileron Control System 

Elevator Control System 

Rudder Control System 

Grant Model DCA8~-3 Operational Amplifier 
Co-Pilot's Instrumented Control Wheel 


Front View of Instrumented Control Wheel with Cover 
Plate Removed 


Bottom View of Instrumented Control Wheel with Cover 
le betes: Removed 


Aileron Force Sensor Calibration Curve 

Elevator Force Sensor Calibration Curve 

Rudder Pedal Force Voltage Summer 

Rudder Pedal Force Transducer 

A Typical Rudder Pedal Force Transducer Installation 
Rudder Force Sensor Calibration Curve 

Control Surface Position Linear Displlacemene Urancaueer 
A Typical Elevator Position Transducer Installation 
A Typical Rudder Position Transducer Installation 

A Typical Aileron Position Transducer Installation 
Sriginal Aireratt Litore nue 

Aluminum Conduit Through Engine Nacelle 

Stations and Frames Diagram 


Wiring and Tubing Routing from Wing into Fuselage 
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Trailing Cone System 
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Acceleration Transducer 


Acceleration Transducer Dynamic Calibration Curve 
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CESSNA 310H DIMENSIONS 
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DATA ACQUISITION SYSTEM COMPONENTS 
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4 SYSTEMS, INC. 


PARAMETER MODEL DM-100 , MODEL DM-1000 







Input 


Input Voltage Range 


Input Impedance 
Input Bias Current 


Input Configuration 
Input Polarit 
Common Mode Rejection 


Common Mode Voltage 
Normal Made Rejection 


Performance 


~ 





Accuracy @ 25 C 
Resolution 
0.19 200 Conversions/Second 


Input Settling Time 


Operating Temperature Range 
Storage Temperature Range 


Warm Up Time 
Adjustments 


Display Output 


Display Type 





Decimal Points 





Data Outputs (5) 


+199. 9mV 
+1.99V +1.999V 
+100 MEG OHMS (1) 
20 nA (2} 

Differential 

Bipolar — Automatic 
70dB © 60Hz 

300V max. to digital output common (3) 
40dB @ 6GOHz 


+0.05% of Reading +1 Count 
TOMV CiniV Optional) ImvV (0 ImV Optional} 
50ppm’ C 


50 wsec for aF S Change W O Input Filter (6) 
OG. 60 C4) 

=pe to +s5 €C 

5 Minutes to Specified) Accuracy 

Zero, Balance, Full Scale Located Behind Snap On Front Bevel 
5VDC -0 25VDC @ 750:nA (115VAC : 1IOVAC, 50 450Hz, Ontional) 





Solid State LED for Data Digits, 100°» Overrange, Overflow, 
Decimal point and Polarity — Character Height 27 in 
Indicated by the Letters “OF” 

Setectable at rear Connector 


BCD Outputs 8 Parallel Lines, BCD (8—4—2—1) Positive Logic | 12 Parallel Lines, BCD (8—4-—2—1) Positive Logic 
Loading 2TTL Loads Loading 2TTL Loads 


Overtiow (OF) 


End of Conversion (EOC) 


tnput/Output Control (5) 
External Start 


Conversion Command 





Internal Start Gate 


Internal Start Adjust 
Internal Start Out 


Lamp Test Input 

Decimal Point Inputs 

(DP1, OP10, DP 100) 
Physical 

Case Size 


Case Material 


1/0 Connector 


{1) 1000 MEG OHM Standard When 1nA Input Bias Current is Ordered | (2) 1nA (Optional) 
(3) 300 Volts Common Mode is Standard When Optical Isolator is Ordered (4) -25°Cto +85 CC (5) DTL/TTL Compatible 


Notes: 


otherwise the Max. CMV 1s -2V. 


*Low: V out ("0") = <+0.8V. HIGH: V out ('1") = 242 4v. (6) DM-1000 — 1.4 sec. 


~100 counts (DM-100) or -1000 counts (DM]- 1000) indicated with a HIGH 
Loading 2 TTL loads* 

Input signal potarity indicated with a HIGH-positive, LOW- negative. 
Loading 2 THRE londs: 

HIGH -input signat within range 

LOW- input signal outside range. 

Loading 2 TTL loads’ 

HIGH  Duting the reset and conversion period 

LOW — Conversion complete. 

Loading 2 TTL loads’ 


Positive pulse 100 nsec min. Transition from “LOW” to “HIGH” resets output 
register and blanks readout The conversion process 1s initiated upon return from 
"HIGH to COW” ‘Loading 1 Tiaoad’ 

Controls internal start clock 
“HIGH — Run Pent: 
“LOW” —Ston r 9 
Controls Rate of Internal Start Clock — see Applications Section 

Positive Pulse Output of Internal Start Clock — see Applications Section 
Grounding this input tigure + 1888 oF +188 1s displayed for testing all display 
seqments. 

Loading’ Sink 35mA 

Grounding inputs iNuminates corresponding decimal points on the display 
Loading: Sink 15mA 


17TL load * 


so W Xeno H X 2.25"D 
Black LEXAN 
602 Approx 
Through a 1 75” X 300° Cut-Out and Secured with F our 4-40 Tapped Holes 
36 Contact, Edgeboard Type 
Viking — 3VH18/1JHD-5 — Wire Wrap 
3VH18.1JN-5 — Solder Tab 


{(Optronal) 


h mal mode filter 
(6) DM-100 — 1.0 sec. with norma , 


Figure }/7 


DATEL DM 1000 DEGITAL VOLTMETER SPECIFICATIONS 
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Figure 26 
ANGLE OF ATTACK 
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Figure 28 
AILERON CONTROL SYSTEM 
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NOTE 
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Figure 29 


ELEVATOR CONTROL SYSTEM 
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Figure 30 
RUDDER CONTROL SYSTEM 
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Figure 31 
GRANT MODEL DCA8-3 OPERATIONAL AMPLIFIER 
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Figure 36 
ELEVATOR FORCE SENSOR 
CALIBRATION CURVE 
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Figure 37 
RUDDER PEDAL FORCE 
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CONTROL SURTACE POSITION LINEAR DISPLACEMENT TRANS DUCER 


OZ 








i 





Y geet 


“* 


OM 
we f 


¥ <3 


LOSee 


ELS Kr 


¥ 


> 


od 


x 





94 





BOTLVTI 
BSOLLT SOD 


VESNI UAORISNS NT, 


ROY 
foe 


no eS 


Sei 


L¥ TYOIGAL ¥ 


BInSt gs 





as 





FGAL LOLId 
LIVAOULV TWNIDIYO 
Gy eANnsTy 





96 





97 


"7. 





Figure 46 
ALUMINUM CONDUIT THROUGH ENGINE NACELLE 















WING STATIONS 


NOTE 


WING STATIONS ARE 
MEASURED TO OUT- 
BOARD SURFACE OF 
RIB UNLESS NOTED. 





(MEASURED TO INBOARD 
SURFACE OF WEB) 


FUSELAGE STATIONS 


29.15 
(MEASURED AT MATING NOTE 
SURFACES OF RIBS) 


FUSELAGE STATIONS ARE 
MEASURED TO SURFACE OF 
BULKHEAD WEB OPPOSITE 
FLANGE UNLESS NOTED. 


| | OR | | 
| | 
STA. STA. 





-45.56 -13. 625 20. 00 58. 75 89. 25 132. 00 177.50 | 200.70 | 224.00 


-27.25 0. 00 37.50 69. 203 109. 375 154. 75 189.10 214.00 234.00 


Figure 47 
STATIONS AND FRAMES DIAGRAM 
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Figure 49 
TRAILING CONE SYSTEM 
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APPENDIX B 


Sideslip Calibration 

Angle of Attack Calibration 

Aileron Control Wheel Force Calibration 
Elevator Control Wheel Force Calibration 
Rudder Pedal Force Calibration 


Dynamic Response Calibration of Accelerometer 
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Pe ee 


YAW CALIBRATION 


Sonal Output, Malilzveltcmacc 


Degrees Nose Left Nose Right 
0 0 0 
iL +45 -45 
2 tou = 810) 
5 +134 = IE ae 
4 all 7S Las, 
5 +224 -224 
6 +268 -268 
y co) Jes ae ois) 2 
8 qd =o 
g) +402 -400 

10 +446 -444 
iar 459! ~488 
LZ +535 os 2 
Ls eyo, yf 18 
14 Foz = 
ES +669 -664 
16 +7 ea -708 
7 ae Ss -752 
18 +603 -796 
lng +847 -840 
20 = ts) S) -884 
Zl. Bie) i -928 
Ze 328) 3. IL -972 
23 . a L024 16: -1016 
24 3 tL O70 -1060 
ZS Paes -1104 
26 G6 -~1147 
27 +1204 =A 
28 +1249 255 
25 ae LAS) 8 -1279 
EO = pelo) Shs ~1323 
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TABLE IL 


ANGLE OF ATTACK CALIBRATION 


Sigmiel Oviagut, Millivolts, dc 


Degrees Nose Up Nose Down 
0 0 0 
Ji +43 -44 
2 +86 -88 
3 ta. ele 
ah? 3 -176 
5 ses Ale) ee Hl) 
6 eZ oS = OO 
i poy OUG) = 
8 +341 -344 
2) +383 =e) 

10 +425 -426 
1 +468 —47 1. 
iz apeleds -516 
ig +554 -560 
14 ee eae 50S 
lis) +640 =650 
16 +686 — 
ilis/ Fi oZ =/39 
Ie8 a (edits -784 
lle, +824 -828 
20 oro : oe 
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TABLES EI 


AILERON CONTROL WHEEL FORCE CALIBRATION 


Force Signal “Omepuc, Mildiaveues, “dc 
Pounds Right Wing Down Left Wing Down 
0 0 0 
2 -30 +30 
4 -60 +60 
6 -90 +90 
8 -122 +122 
10 =1 52 +s 
1 -185 +185 
14 -217 +217 
16 —-248 +248 
18 -279 +279 
20 -311 +311 
DY, —342 +342 
24 -373 +3as 
26 -404 +404 
28 -436 +436 
30 -467 +468 
32 -499 +500 
34 -530 +532 
36 -562 +564 
38 -593 +596 
40 -625 +628 


OY 





TABLE IV 


ELEVATOR CONTROL WHEEL FORCE CALIBRATION 


Force Signal Output, Miltavelis wae 
Pounds Nose Up Nose Down 
0 0 0 
Z +310 — al 
4 +60 = 
6 +89 oe 
8 aril IL‘. =e 
10 +i49 ~154 
eZ +179 -~184 
14 +209 -214 
16 +230 ~244 
18 +269 -273 
20 pn, =306 
22 geo ~352 
24 +360 = SigyZ 
26 +320 Sh 
28 +420 -421 
sO +45] ~450 
BZ +481 -479 
34 +o =e 
36 +542 = oe 
Sie: Bee) = Slee 
40 +602 : =595 
42 a8) 2 
44 +06) 
46 go) 2)\8) 
48 +7 eo 
50 +749 
52 geet, d's: 
54 metst 0) a 
56 tom 
58 +865 
60 +o94 


108 








TABLE V 


RUDDER PEDAL FORCE CALIBRATION 


Force Si GmMiclaOuUgome. MaiueiaoltsS sece 
Pounds Nose Left Nose Right 
(#43) (#105) 
0 0 0 
5 +50 -48 
10 +100 =99 
eS +150 -149 
20 +200 IL 
25 oO -249 
30 +300 aH25% 
50 oo =o 
40 +400 -400 
45 +450 =, 81) 
50 +500 = 010 
Sas, £3.50 aN 2 
60 +600 -604 
65 Too = Grol 
70 +700 -704 
75 +750 -754 
80 +800 -805 
85 Teou 35 
90 +900 = F100 
95 one =—Je0 
100 +1000 -1000 
105 +1050 -1044 
EEG +1100 -1094 
Jagllige’ ee LIL EG -1144 
2:0 +1200 -1194 
5 TiZ50 -~1241 
130 + ies 0.0 ~1291 
ihe 5 lee 3 0 SIS BE 
140 +1400 —eecio 
145 +1450 Sk SIL 
150 de © -~1477 
AES 5 sd 5) 510) SI VAs 
160 sdb 1519.18 ~1575 
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TABLEWV L 


DYNAMIC RESPONSE CALIBRATION OF ACCELEROMETER 


Statham Bentley 
Frequency Sema!) Oui t SHhenorsia Ob one Masa voles 
Hertz Mil Prvolts, RMS Volts, RMs gs per g 
FIRST RUN 
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